A simple and fail safe method for digital tourniquet.
Digital tourniquets are commonly used to provide a bloodless field for surgery to the finger. Such tourniquets, however, are potentially harmful and disastrous consequences occur if they are accidentally left in place. We propose a modification of the rubber glove tourniquet technique that will provide a safe and reliable tourniquet.